Historic,  Archive  Document 

Do  not  assume  content  reflects  current 
scientific  knowledge,  policies,  or  practices. 


V'  \ 

^  5  4:  OCT 


n 


UinTED  STATES  DEPAR^IIeWT  OF  AG-RICULTUEE] 

Weather  Bureau 
InstiTiment  Division 
SPECIFICATIONS  FOE  TPIERIvIOMETEES ,  f-IETSOROLlGICAL,  MINIMIDA 
Mounted  on  corrosion  resisting  steel  hacks. 
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1.  Stems;  The  stems  shall  he  of  glass,  about  l/4  inch  in  diameter 
(between  7/32  inch  and  9/32  inch). 

2.  White  strip-  To  facilitate  readings  a  strip  of  white  glass 
shall  he  provided  inmning  the  fall  length  of  the  stem  hack  of  the  bore.. 

3.  Bulbs  -  The  bulbs  shall  be  spherical  in  form;  the  diameter 
need  not  be  less  than  o/S-inch,  and  must  not  be  greater  than  1/2  inch; 
bulb  must  be  of  clear  glass,  of  a  quality  that  will  not  change  appreci- - 
ably  with  age. 

4.  Length-  Length  of  stem,  and  bulb  combined  must  not  be  less 
than  IO-I/4  inches  nor  more  than  10-3/4  inches. 

5.  Filling-  Thermometers  shall  be  filled  v/ith  alcohol.  The 
space  above  the  alcohol  to  be  filled  with  air  under  pressure.  A 
suitable  expansion  bulb  to  be  provided  at  the  upper  end  of  the  stem. 

6.  Terminal  nib-  As  a  provision  for  holding  the  tube  in  its 
proper  relation  to  the  back  when  subsequently  mounted,  a  nib  approximately 
3/32  inch  thick  Y/ill  be,  formed  at  the  upper  end  of  the  stem,. 

7.  Index-  In  order  to  provide  for  self  registration  of  the 
minimum  temperature,  an  index  made  of  dark  colored  glass  and  a  little 
longer  than  the  diameter  of  the  bulb  will  be  loosely  fitted  into  each 
txibe.  The  index  must  be  well  formed  vdth  rounded  terminal  knobs.  It 
must  retreat  with  the  alcohol  surface  when  the  temperature  falls,  but 
must  permit  the  alcohol  to  flow  past  it  when  the  temperature  rises. 

8.  Graduations-  AH  lines,  figures,  and  letters  to  be  etched 
clean  cut,  and  distinct.  Graduations  shall  be  to  whole  degrees  FaZoren- 
heit.  The  first  and  each  succeeding  5  and  10  degree  line  to  be  longer 
than  the  remaining  lines.  Graduations  to  be  numbered  at  each  multiple 
of  10  degrees,  Falirenheit,  numbers  below  zero  to  be  preceded  by  the  minus 
sign.  Figures  shall  be  arranged  to  be  read  when  the  stem  is  horizontal 
with  bulb  to  the  left.  The  lov/est  line  of  graduation  must  not  be  nearer 
the  bulb  than  a  distance  equal  to  10  degrees  of  ithe  scale.  AH  etchings 
to  be  filled  with  best  quality  black  pigment. 

Each  tiibe  v^ill  bear  near  the  upper  end  a  serial  number  (indicated 
in  the  order)  and  the  initials  U.  S. 

9.  Scale  options-  The  approximate  sQale  will  be  either  minus 
30  to  plus  100  degrees  Fahr.  for  use  at  most  W'eather  Bureau  stations, 
or  minus  60  to  plus  100  degrees  Fahr.  for  use  in  Alaska  and  the  llorth- 
¥\rest,  as  may  be  specified  in  the  order. 
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10.  Scale  error-.-  Tlie  error  at  any  point  of  the 
greater  than  the  following: 


scale  must  he  no 


Above  32° 

At  32°  (ice  poirit) 
Between  32°  ;and  zero. 
Between  zero  end  -30° 
Below  -30° 


0.3  degree. 
0.2  degree. 
0.6  degree. 
1.0  degree. 
1.5  degree. 


The  change  in  the  error  for  o,  distance  of  10  degrees  must  he  no 
greater  than  0.3  degree  on  the  part  of  the  scale  above  32°  ,  nor  than 
0.5  degree  on  the  part  of  the  scale  below  32°. 


11.  Scale  length-  The  scale  will  extent  over  the  entire  usable 
length  of  tube,  about  83/4  inches,  and  will  be  as  open  as  the  scale 
specified  in  the  order  permits.  Reasonable  tolerances  above  and  belov/ 
the  dtated  limits  will  be  allov/ed,  provided  they  do  not  produce  an  londuly 
compressed  or  open  scale.  The  scale  must  not  be  concealed  by  the  mount¬ 
ing  clamps. 


12.  Mo^onting-  Each  thermometer  tube  must  be  m.ounted  upon  a  metal 
back  consisting  of  a  strip  of  corrosion  resisting  steel  l/32  inch  thick 
by  29/32  inch  wide  by  12  inches  long,  conforming  to  Havy  Department  Speci¬ 
fications  47S20a  dated  May  28,  1934,  symbol  designation  CRSl,  finish  ho. 

6  Commercial  polish,  Tampico  brushed.  A  circular  hole  II/I6  01  an  inch 
in  diameter  must  be  cut  in  one  end  of  the  strip,  forming  an  opening  in 
which  the  bulb  of  the  thexmometer  must  be  centinlly  placed.  At  the  opposite 
or  top  end  of  the  strip  a  l/S-inch  hole  must  be  drilled,  v/ith  its  center 
l/4-inch  from  the  top  margin.  A  corrugation  not  less  than  l/S-inch  deep, 
curved  to  fit  the  thermometer  tube,  must  be  formed  in  the  back,  the  cor¬ 
rugation  extending  lengthwise  from  the  ll/l6-inch  hole  provided  for  the 
bulb  to  the  position  of  the  terminal  nib  of  the  glass  stem..  At  the  upper 
end  of  the  cori'’'agation  a  suitable  hole  must  be  cut  through  the  back  to 
receive  the  terminal  nib  described  in  paragraph  6. 

13.  Mai'’kings  on  backs-  Graduation  lines  for  each  multiple 

of  5  degrees  must  be  made  on  the  backs  opposite  the  corresponding  gradu¬ 
ations  on  the  stem.  Appropriate  nmibers  must  be  made  on  the  back  opposite 
each  multiple  of  10  degrees.  The  ¥/ord  must  be  st.amped  across 

the  back  in  a  position  about  5/8  ixxch  below  the  upper  end.  The  serial 
number  of  the  thermometer  and  the  name  of  the  purchasing  bureau  must  oe 
placed  on  the  right  hand  margin, 

14.  Clarxps  -  The  glass  tubes  must  be  secured  to  the  back  by 
corrosion  resisting  steel  strips,  carefully  and  v/ell  made,  and  so  formed 

as  to  properly  fit  and  hold  the  tubes  to  the  back,  and  attached  by  fillister 
head  screws  ho.  0-80,  nn.de  of  cormsion  resisting  steel. 

15.  Y/orknanship-  First  class  and  thoroughly  finished  instruments 
are  required.  For  exarcple,  stems  must  be  straight  and  of  uniform,  bore 
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and  free  fron  scratches.  Lines  nust  he  clean  cut,  without  ragged  edi^^es. 
Bulhs  must  he  of  unifom  thiclmess  and  joined  to  the  sterns  in  a  snooth 
ajid  worknonlike  manner.  Metal  parts  must  he  free  from  hurrs,  cracks,  or 
rough  or  sharp  edges,  hut  not  rounded  nor  beveled  to  any  preceptihle 
degree. 


16.  Each  instrument  will  he  carefully  inspected  and  tested 
before  acceptance;  hut  recognizing  the  difficulty  attending  the  produc¬ 
tion  of  a  large  numher  of  thermometers  that  come  within  the  limits 
prescribed  in  these  specifications,  it  is  stated  that  while  the 
i/eather  Bureau  will  in  its  discretion  strictly  adliere  to  said  specifi¬ 
cations,  yet  it  is  not  the  intention  to  reject  instruments  inherently 
correct  and  of  good  workmanship,  provided  the  greater  part  of  the 
thermometers  furnished  come  within  the  limits  herein  prescribed,  and 
prove  satisfactory  throughout. 

17.  Prospective  bidders  will  he  required  to  furnish  evidence 
of  their  ability  to  produce  and  deliver  in  the  quantity  required 
thermometers  of  the  character  indicated  in  the  above  specifications. 

18.  There  must  he  no  change  in  the  ice  point  mieasureahle  by 
customary  methods  of  testing  duQ’ing  t  period  of  90  days.  The  right 
is  reserved  to  delay  payment  for  a  period  of  90  calendar  days  for 

the  purpose  of  mailing  repeat  tests  to  determine  shift  of  the  ice  point. 

B.  C.  Kadel, 

Chief  of  Division 


Washington,  D.  C., 

Cctoher  17,  1934. 

These  specifications  supersede 
specifications  for  minimum  ther¬ 
mometers  dated  October  23,  1930. 


